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We describe how the full, isotropic and anisotropic, magnetisation of samples as small as tens of
micrometers in size can be sensitively measured using a piezoresistive microcantilever and a small,
moveable ferromagnet. Depending on the position of the ferromagnet, a strong but highly local field
gradient of up to ∼4200 T/m can be applied at the sample or removed completely during a single mea-
surement. In this way, the magnetic force and torque on the sample can be independently determined
without moving the sample or cycling the experimental system. The technique can be used from mil-
likelvin temperatures to ∼85 K and in magnetic fields from 2 T to the highest fields available. We
demonstrate its application in measurements of the semimagnetic semiconductor Hg1−x Fex Se, where
we achieved a moment sensitivity of better than 2.5 × 10−14 J/T for both isotropic and anisotropic
components. © 2011 American Institute of Physics. [doi:10.1063/1.3595676]
I. INTRODUCTION
Magnetometry is one of the most fundamental and ver-
satile techniques for the study of condensed matter systems.
Investigations of characteristic properties such as magnetic
order or interactions, phase transitions, superconductivity, or
the details of conduction electrons at the Fermi surface, fre-
quently rely on sensitive measurements of static or oscillatory
magnetisation.1
A large number of methods have been developed to mea-
sure magnetisation, with sensitivities and applicability that
vary so widely with experimental conditions and sample type
that it is not generally instructive to discuss a single figure of
merit: experimental criteria, such as high magnetic fields or
low temperatures, tend to dictate both the optimal method and
the maximum achievable sensitivity. For example, SQUID
and vibrating sample magnetometers, Hall sensors, torque
magnetometers, or force methods are used preferentially in
different research areas to characterise the magnetic proper-
ties of such diverse systems as biomedical labels, high tem-
perature superconductors, or the submicron probe tips re-
quired for magnetic resonance force microscopy (MRFM).2–8
Despite the variety of techniques available, it is experi-
mentally challenging to measure all desirable aspects of the
magnetisation in a simple and unified way on a single sam-
ple. Torque methods are most commonly employed to mea-
sure anisotropic magnetisation and have the advantage of
very high sensitivity across a wide dynamic range in mag-
netic field, temperature and sample size:9–11 moment sen-
sitivity of 3 × 10−17 J/T has been reported for nanometer
sized samples integrated into micromechanical cantilevers,12
and (10−13 − 10−14) J/T for bulk samples on several dif-
ferent types of torquemeter.6, 9, 13, 14 To measure isotropic
magnetisation in a similarly wide range of experimental con-
ditions is more difficult, due to the limitations of many
techniques at high magnetic fields or low temperatures:2, 4, 15
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sensitivity of 10−19 J/T has been reported using dynamic-
mode cantilever force magnetometry,16 but this resolution is
specific to submicron sized ferromagnetic samples, and can-
not, at present, be translated to bulk or non(ferro)magnetic
samples, for which isotropic moment sensitivities are reduced
to ∼10−12 J/T or lower.17 Measuring both anisotropic and
isotropic components of magnetisation, therefore, normally
involves not only changing the method of measurement, for
example, from a torque to a force method, or changing the po-
sition of the experiment inside a magnet coil,17, 18 but also a
significantly lower sensitivity for the isotropic component. If
measurements of magnetic quantum oscillations are desired,
the need for high sensitivities becomes even more stringent,
and often cannot be met by non-specialised apparatus. Addi-
tional difficulties related to sensitivity can arise for bulk sam-
ples when they are very small (e.g., a few micrograms).
Here we report a type of torque magnetometer, which al-
lows us to measure the full isotropic, anisotropic, and oscil-
latory magnetisation of a small bulk sample with very high
sensitivity, in a simple and convenient way without moving
the sample or modifying the experimental setup.
To demonstrate the applicability and sensitivity of our
technique, we describe measurements on the semimagnetic
semiconductor Hg1−x Fex Se, which shows isotropic paramag-
netism, and de Haas-van Alphen oscillations associated with
a weakly anisotropic Fermi surface.
II. PRINCIPLE OF THE TECHNIQUE
Quite generally, a material with magnetisation M, in a
magnetic field B, will experience a torque
τ = ∇(M · B) × d + M × B, (1)
where d is the distance from the sample to the torque axis.
The first term arises from the isotropic magnetisation of the
sample and leads to a force on the sample in a magnetic
field gradient. The second term is due to the anisotropic
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magnetisation and depends on the component of M perpen-
dicular to the applied field direction.
The technique we present here measures the total torque
(1) experienced by a sample in a magnetic field applied per-
pendicular to the torque axis. To separate the terms in expres-
sion (1) and determine the isotropic and anisotropic compo-
nents of magnetisation, each experiment is conducted in two
parts: the first in a homogeneous magnetic field, giving the
pure torque signal M × B; the second in the presence of a
field gradient, giving the sum of force and torque terms. Sub-
tracting the first of these quantities from the second then gives
the force term ∇(M · B) × d.
To measure the torque, we use a piezoresistive microcan-
tilever. These devices have extremely high sensitivity6 and
are widely used for measurements of de Haas-van Alphen
oscillations or other relatively weak anisotropic magnetic
signatures.11 Use of these cantilevers to measure isotropic
magnetisation by force magnetometry has not, however, been
previously reported.
The miniature size of the cantilevers means that platelet
samples of dimensions ∼200 × 200 × 50 μm3 are optimal,
but the total moment of such a small sample is typically far
too small to yield a measurable signal in available magnetic
field gradients, i.e., ∇(M · B) × d is negligible. The signifi-
cant innovation in our technique is the very large magnetic
field gradient we achieve by moving a small, strong ferro-
magnet close to the sample. This method of achieving a large
field gradient is similar to that used in MRFM, where a ferro-
magnetic particle creates an inhomogeneous field which acts
on the spins in the sample.19, 20 Our magnetometer, however,
creates a magnetic field gradient of sufficient strength and ap-
propriate spatial distribution to create measurable forces on
bulk samples with volume of the order 10−3 mm3 and typical
mass of a few micrograms. We are, therefore, able to use the
most sensitive microcantilever techniques available for such
samples to make torque measurements of anisotropic mag-
netisation and force measurements of isotropic magnetisa-
tion, with comparable sensitivity, on the same sample during
the same experiment. This significantly improves the sensi-
tivity to isotropic magnetisation that is possible in measure-
ments over a wide magnetic field and temperature range, and
makes high sensitivity measurements of both the anisotropic
and isotropic magnetisation of a small sample considerably
easier and faster than they have been to date.
In the most general case, a ferromagnetic bar enhances
the magnetic field in its vicinity by an amount A(x, y, z)M0,
where M0 is the total magnetic moment of the bar, and A de-
pends on the dimensions of the bar and decreases rapidly over
distances x, y, z comparable to these dimensions. The field
gradient produced at the surface of the bar can, therefore, be
very large if its dimensions are small enough.21 For example,
a gradient of ∼5000 T/m can be generated at the surface of a
mm-sized bar of saturation magnetisation μ0 M = 2.5 T.
Our magnetometer incorporates a bar of ferromag-
netic dysprosium, with dimensions 1.0 × 0.5 × 0.5 mm3.
Figure 1(a) shows a sketch of this bar (inset) and the field
gradient d B/dx produced outside its lower surface, along
the central axis (y, z = 0), for a total moment M0 = 5
× 10−4 J/T. The small size of the sample on a piezo cantilever
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FIG. 1. (Color online) (a) (Inset) Sketch of the ferromagnetic bar discussed
in the text. (Main figure) Magnetic field gradient produced as a function
of distance x below the bar, when y, z = 0, and M0 = 5 × 10−4 J/T. (b)
Schematic of the same ferromagnetic bar (hatched grey) mounted close to
the cantilever and sample (plain grey, side view), with a plot of the field pro-
file below the bar.
makes it possible to position the ferromagnet very close to
the sample (<50 μm), so that the whole sample is in the re-
gion of highest and most uniform field gradient. Figure 1(b)
gives a schematic view of this situation, with the lower part
of the ferromagnet (hatched grey) and the sample on the can-
tilever (plain grey) shown against a colour representation of
the magnetic field profile below the bar.22–24 The field profile
is symmetric in the y and z directions, so the ferromagnet is
positioned centrally above the sample. The size and geometry
of the ferromagnet is such that for typical samples, with x di-
mension 50 μm, the field gradient is approximately uniform
over the sample in the y and z directions, with variation of
d B/dx over the thickness of the sample that is small enough
to have no obvious effect on experimental results.22, 25
Our technique involves mounting the ferromagnet such
that it can be moved between two fixed positions, close to (as
in Fig. 1) or far from the sample on the cantilever. In this way,
the field gradient can be applied at the sample or removed as
required, and measurement of the isotropic and anisotropic
components of the magnetisation can be carried out as de-
scribed above.
The arrangement of cantilever, sample, and ferromagnet
is extremely compact and fits easily into the limited space
available in the bore of a high field magnet, such as our
33 T Bitter magnets at the HFML, Nijmegen. The amount of
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magnetic material present (2.5 × 10−4 cm3 of dysprosium) is
small enough so that the magnetic forces involved are only a
few tens of milliNewtons at high field and can easily be ac-
commodated by the mount and supports on the magnetometer
insert.
Creating a field gradient with a moveable ferromagnet
has the considerable additional advantage that the sample can
always be positioned in the field centre, in the maximum ap-
plied homogeneous field, so that measurements of isotropic
and anisotropic magnetisation can both be carried out in the
highest available applied field. This is in contrast to the more
common situation, where measuring the isotropic signal in-
volves moving the sample away from the centre of the field in
order to make use of the natural field gradient of the magnet
coil.17, 18 Moreover, although it is often desirable to perform
magnetisation measurements in the highest possible magnetic
fields, because our technique only requires a field higher than
the saturation field of the ferromagnet, it can be equally well
employed in superconducting and lower field magnets.
III. DESIGN OF THE MAGNETOMETER
A detailed image of our magnetometer is shown in
Fig. 2(a). It is currently incorporated into a 3He cryogenic
system and can be used at temperatures as low as 320 mK.
The essential features of the magnetometer are labelled in the
figure.
FIG. 2. (Color online) (a) (Magnetometer insert) Details of operation are
discussed in the text. One of three upright supports is cut away for greater
clarity. (1) Nuts for adjustment of differential screw (upper threads are not
shown), (2) Electrical wiring, (3) Mount and clamp for ferromagnet, (4) Dys-
prosium bar, (5) Cantilever mounted on chip, (6) Heater and thermometer. (b)
Insert with the upper platform fully lowered so that the ferromagnet is close
to the sample. (c) Magnified image of the ferromagnet positioned close to the
sample on the cantilever.
At the bottom of the insert is a fixed platform, on which
the cantilever and sample are mounted (a 300  strain gauge
heater and a ruthenium oxide thermometer for temperature
control and measurement are mounted on the underside of
this platform, as indicated). The ferromagnet is clamped on
the upper platform, which can travel vertically over a distance
of 1.5 cm. We have used a simple lever at the top of the in-
sert to control this motion: apart from its mechanical simplic-
ity, this has the advantage of moving the upper platform be-
tween two fixed positions which are perfectly reproducible.
Figures 2(a) and 2(b) illustrate the two possible positions of
the upper platform. No lateral motion is possible, so the sam-
ple and ferromagnet are positioned in the centres of their re-
spective platforms.
A particularly important feature of the magnetometer is
the mechanism for fine-tuning the position of the ferromag-
net with respect to the sample. Once the sample is mounted
on the cantilever with the ferromagnet in its lower position
close to the sample (Fig. 2(b)), precise position adjustment
is made via a differential screw arrangement. Screw pitches
of M3 × 0.5 and M4 × 0.7 give a vertical travel of 200 μm
per full turn. The ferromagnet-sample separation is measured
using an eyepiece scale on an optical microscope and can be
adjusted with a precision of a few microns. To avoid differ-
ential thermal contraction, the body of the magnetometer and
all supports were made from the same type 304 stainless steel.
Figure 2(c) shows an example of the final position of the fer-
romagnet and sample. Figures 1(a) and 1(b) illustrate the need
to make the ferromagnet-sample separation as small as possi-
ble, as the field gradient falls away steeply with increasing dis-
tance from the edge of the ferromagnet. During a typical mea-
surement, we expect the maximum deflection of the cantilever
to be less than 5 μm, but the limitation on the ferromagnet-
sample separation is rather determined by the precision that
can be obtained when making adjustments under a standard
optical microscope. For the work described here, this sepa-
ration was 30 μm, unless otherwise stated. Once this sepa-
ration is fixed, the upper platform and ferromagnet can be
moved 1.5 cm away and reproducibly returned to this posi-
tion as desired. Repeated measurements showed this position
to be reproducible within the noise limits of the data shown in
Figs. 4 and 5. As the field gradient due to the ferromagnet falls
to zero at a distance of about 1.5 mm from the surface of the
ferromagnet, it has no influence on the sample at a distance
of 1.5 cm.
The size of the field gradient produced by the ferro-
magnet depends on its geometry and strength. We used dys-
prosium (Dy) for our ferromagnetic material, due to its ex-
tremely high saturation induction of ∼3.6 T.26, 27 The bar of
0.5 × 0.5 × 1.0 mm3 was made by clamping together five
0.5 × 1.0 mm2 pieces of 0.1 mm thick Dy foil.28 The bot-
tom surface of the bar, the surface closest to the sample, was
polished to ensure that it was perfectly flat. A photograph
of the Dy magnet used is shown in inset (i) of Fig. 3. It
is held in a brass clamp, as is also shown schematically in
Fig. 2.
The magnetisation of the Dy foil was measured inde-
pendently using an extraction magnetometer and the result-
ing curve is plotted in Fig. 3. The figure shows that the
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FIG. 3. (Color online) Magnetisation of Dy foil used to make our ferromag-
netic bar. (i) Photograph of Dy magnet. (ii) Photograph of Seiko PRC400
piezo-microcantilever with sample A1.
magnetisation does not saturate up to 30 T and reaches only
70% of its potential maximum value. This is probably due
to the polycrystalline nature of the foil and the large mag-
netocrystalline anisotropy of Dy. The resulting magnetic field
gradient at the sample, however, was still large enough for our
purposes. For the maximum Dy magnetisation (μ0 M = 2.5 T
obtained at an applied field of 30 T, as shown in Fig. 3), the
maximum field gradient at a distance of 30 μm from the fer-
romagnet, was ∼4200 T/m.
The piezoresistive cantilever we used for this work
is commercially available from Seiko Instruments.29, 30 A
piezoresistive path runs along the lever and the stress caused
by deflection of the lever creates a proportional change in the
resistance of this path, which is detected via a sensing cur-
rent. The cantilever is embedded on a chip, which also holds a
“dummy” lever, with an identical piezoresistive path. The re-
sistance of both levers was measured as part of a Wheatstone
bridge circuit, using an ac excitation across the bridge and
lock-in measurement techniques to allow sensitive detection
of small resistance changes. In this configuration, the dummy
lever compensates resistance changes not due to deflection of
the sample. Figure 3(ii) shows a photograph of the cantilever
with sample A1 used during this work. The lever has dimen-
sions 400 × 50 × 5 μm3 and a spring constant in the range
2 − 4 N/m.30 The lever length of 400 μm proved to be cru-
cial to the success of our method: the isotropic torque signal
is directly proportional to the length of the cantilever, and we
found that using a shorter cantilever of length 120 μm gave
greatly inferior results.
We note that the Curie temperature of dysprosium is
85 K and sets the upper limit for the operation temperature
of the magnetometer.31
IV. EXPERIMENTAL RESULTS
To test the operation and sensitivity of our magnetometer,
we carried out a number of measurements on the semimag-
netic semiconductor Hg1−x Fex Se. The samples used contain
Fe ions in the 3+ valence state only, and the magnetisation of
the system comprises the isotropic Brillouin paramagnetism
of Fe3+, the de Haas-van Alphen effect of free electrons on
a weakly anisotropic Fermi surface, and an isotropic back-
ground diamagnetism from the HgSe lattice.18 We thus expect
the torque signals to be
τanisotropic = τ˜a,
τisotropic = τlat + τB + τ˜i ,
where τlat is the background signal due to the lattice, τB is the
paramagnetic Brillouin contribution, and τ˜a and τ˜i are the os-
cillatory torques due to the anisotropic and isotropic compo-
nents of the de Haas-van Alphen (dHvA) effect, respectively.
As we will show, we can clearly observe all these contribu-
tions in our data.
We performed measurements on two small samples cut
from a large oriented single crystal (sample A in Ref. 18).
These samples were slightly different in size and were
mounted on the cantilever with different orientations relative
to the applied magnetic field direction: The first sample, A1
in the following, was a slightly irregular platelet (Fig. 3(b))
with approximate dimensions 150 × 100 × 50 μm3, and was
oriented with the magnetic field direction approximately 25◦
from the [001] crystallographic axis, towards [110]; the sec-
ond sample, A2, had dimensions ∼80 × 80 × 50 μm3 and
was mounted with the field parallel to [001] (within 3◦).
The measurements reported here were carried out at a
temperature of 1.3 K, a magnetic field sweep rate of 1 T/min
and with a sensing current of 100 μA to the cantilever. All
results and calculations have been corrected for the enhance-
ment of the magnetic field at the sample when the dysprosium
ferromagnet is close by.
Figure 4 shows the torque data from sample A1. The
main Fig. 4(a) shows raw data taken with and without the
applied magnetic field gradient, τ∇B and τ∇B=0, respectively.
With ∇B = 0, the signal increases roughly linearly with field
and shows a weak oscillatory structure. The only torque
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FIG. 4. (Color online) (a) Raw torque data from sample A1; τ∇B = 0 cor-
responds to the M × B term in Eq. (1), plus any background from the can-
tilever. (b) Torque signal with and without a field gradient from an empty
cantilever. This lever was shorter than that used for the Hg1−x Fex Se measure-
ments (120 μm rather than 400 μm), but the devices are otherwise identical
and their responses to a magnetic field and gradient are similar. (c) Isotropic
signal showing Brillouin and oscillatory components. The cantilever and lat-
tice backgrounds have been removed.
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signal we expect in this configuration is the anisotropic dHvA
effect, so we can take the approximately field-linear back-
ground to be characteristic of the cantilever. Measurements
in the absence of a sample (inset (b) of Fig. 4) produce a sim-
ilar signal which, apart from a sharp jump when the field is
initially switched on, is unaffected by the presence of a field
gradient. Figure 4(b) is given as torque vs magnetic field, but
this signal from the empty cantilever is probably magnetore-
sistive in origin, and appears because the Wheatstone bridge
is imperfectly balanced.
When we apply a field gradient ∇B, a strikingly different
signal is observed. Subtracting the lower from the upper curve
(τ∇B − τ∇B = 0) removes the anisotropic contribution and the
background due to the cantilever and gives τisotropic. Inset (c)
of Fig. 4, shows this signal with the diamagnetic lattice back-
ground also subtracted and demonstrates how the Brillouin
paramagnetism of the Fe3+ ions and the isotropic dHvA os-
cillations can be extracted. The dotted line in Fig. 4(b) is the
theoretically expected Brillouin curve for an Fe3+ concentra-
tion of 2.35 × 1018 cm−3, which is the value inferred from the
observed dHvA frequency, assuming parabolic bands and the
conventional theoretical relations. The number of free elec-
trons contributing to the dHvA effect and the number of Fe3+
ions are expected to be equal, and the experimentally deter-
mined value is in excellent agreement with the nominal dop-
ing concentration of 2.5 × 1018 cm−3. The slight departure of
the experimental data from the theoretical Brillouin curve at
very low field is due to an initial sharp jump in the torque sig-
nal in the presence of the field gradient. A similar jump is seen
in the response of the empty lever (Fig. 4(b)) and is probably
related to the rapidly increasing magnetisation of Dy in this
field region (Fig. 3).
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FIG. 5. (Color online) (a) Oscillatory magnetisation of sample A1. Inset (i)
shows the same data plotted as torque. Inset (ii) is an expanded view of the
low field magnetisation oscillations in the main figure. (b) Torque oscillations
from sample A2.
Figure 5(a) (main panel) shows the oscillatory compo-
nents of the isotropic and anisotropic magnetisation of sample
A1. Inset (i) shows the corresponding torque plot. The oscilla-
tions are periodic in inverse magnetic field and can be well de-
scribed by the Lifshitz-Kosevich theory of the dHvA effect,32
with a single frequency of 55.69 T. The oscillation freqency
is approximately the same for ˜Mi and ˜Ma , which reflects the
very weak anisotropy of the Hg1−x Fex Se Fermi surface. Inset
(ii) of Fig. 5(a) is an expanded view of ˜Mi at low field; os-
cillations of amplitude ∼4 × 10−14 J/T are clearly resolvable
and illustrate the high sensitivity of our force measurement.
Figure 5(b) shows torque data from sample A2, with
background and Brillouin contributions removed. This sam-
ple is mounted with the applied magnetic field parallel to
a primary crystallographic direction and, as expected for
this orientation, no dHvA oscillations are resolvable in the
anisotropic response. Clear oscillations, however, were mea-
sured in the isotropic signal τ˜i .
Figure 5 illustrates an important aspect of our results. The
huge difference in the amplitudes of ˜Mi and ˜Ma for sample
A1 (almost a factor of 70), and the presence of large oscilla-
tions in τ˜i when τ˜a = 0 for sample A2, are compelling demon-
strations that the isotropic dHvA magnetisation of a system
can sometimes provide significantly more information than
the anisotropic signal. The capability to measure both com-
ponents with very high sensitivity gives our technique enor-
mous potential for measurements of the dHvA effect when
the Fermi surface, or certain pockets of the Fermi surface, are
not strongly anisotropic, or when orientation suppresses the
anisotropic response.
V. SENSITIVITY AND CALIBRATION
The calibration of our magnetometer was based on
previous measurements of Hg1−x Fex Se.18 The Brillouin para-
magnetism of Fe3+ in this system is known to have a
saturation value of 5 μB per ion, and it was, therefore,
possible to calibrate the saturation magnetisation of the Bril-
louin response (shown as torque, rather than magnetisation in
Fig. 4(c)) against this value. The error in our calibration is
that involved in calculating the number of Fe3+ ions in our
sample. The Fe3+ concentration was deduced from the mea-
sured dHvA frequency and multiplied by the volume of the
sample to give the actual number of Fe3+ ions present. By far
the dominant error in this calculation is the uncertainty in the
dimensions of the sample, which, being small and somewhat
irregular in shape, was difficult to measure precisely. We es-
timate the error involved in our calibration to be ±15%. The
absolute values of torque and magnetisation given in Figs. 4
and 5 are, therefore, subject to this uncertainty.
To obtain values for the moment sensitivity of our mag-
netometer, we used the amplitude of the dHvA effect in the
isotropic and anisotropic magnetisation of sample A1. We
determined the amplitude of the smallest clearly resolvable
torque oscillations to be ∼4 × 10−14 N m at an applied field
of 3.5 T. This converts to a magnetic moment sensitivity of
4.4 × 10−14 J/T at 3.5 T for the isotropic magnetisation (this
can also be seen from inset (ii) of Fig. 5(a)), and 1.1 × 10−14
J/T at 3.5 T for the anisotropic magnetisation. Both of these
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values are field dependent, and translate to a sensitivity at
30 T of 2.4 × 10−14 J/T for the isotropic magnetisation, and
1.3 × 10−15 J/T for the anisotropic magnetisation. These val-
ues have an experimental error of approximately ±15%.
We also calculated the expected sensitivity of the can-
tilever based on the relation between fractional resistance
change of the piezoresistive path and longitudinal stress
in a rectangular cantilever beam.30, 33, 34 Using πL = 4.5
× 10−10 m2 N as the longitudinal piezo coefficient for the
cantilever material34 and following Ref. 30 to account for the
shape of the cantilever, we obtained a “theoretical” calibra-
tion for the torque of τ = V/(2.5 × 106 V0) N m, where
V and V0 are, respectively, the output and excitation volt-
ages of our Wheatstone bridge circuit. The experimental
calibration described above gives the equivalent expression
τ = V/(5.2 × 106 V0) N m, so that theoretical and ex-
perimental calibrations agree within a factor of ∼2. The
experimental calibration, however, is more reliable due to un-
certainties concerning, for example, the correct value of πL
for our cantilever.33
VI. DISCUSSION AND PERSPECTIVES
Torque measurements of anisotropic magnetisation us-
ing high sensitivity microcantilevers are widely performed,
but sensitive measurement of the isotropic magnetisation of
small samples, especially at millikelvin temperatures and in
very high magnetic fields, is in general extremely difficult.
The technique we describe here to exploit the sensitivity of
microcantilevers for measurements of isotropic magnetisa-
tion is, therefore, a useful advance in this field, offering an
improvement of several orders of magnitude on the sensi-
tivities of commercial magnetometers. Commercial systems
currently available have best sensitivities of 10−8–10−11 J/T
for isotropic magnetisation35 and, in most cases, do not op-
erate below 1.9 K or above 16 T. More specialised systems
to measure magnetisation to very low temperature17, 36, 37 or
very high magnetic field17, 18 have been reported, but the sen-
sitivity of our magnetometer over a wide field range compares
favourably in each case. The convenience and speed at which
a measurement of both the isotropic and anisotropic magneti-
sation can be carried out are considerable additional advan-
tages of our technique.
A number of ways to improve or extend the capabili-
ties of our magnetometer are, however, identifiable. The most
obvious is in improving the magnetic characteristics of the
dysprosium ferromagnet. The polycrystalline dysprosium we
used has magnetisation which is both lower than expected and
dependent on the applied magnetic field throughout the whole
range of our measurement (Fig. 3). A dysprosium single crys-
tal, oriented with the applied field parallel to the easy axis
of magnetisation, would have a fully saturated induction of
3.6 T at fields well below 1 T.26 We are now replacing our
polycrystalline dysprosium with a single crystal of the same
dimensions38 and expect to obtain an improved sensitivity of
better than 1.8 × 10−14 J/T for the isotropic magnetisation,
which is, moreover, independent of the applied magnetic field
above ∼0.5 T.
The small size of the piezoresistive cantilevers makes
them difficult to calibrate accurately without using a test sam-
ple of known magnetisation, as we have done here. How-
ever, we envisage the greatest potential of our magnetome-
ter to be in measurement of de Haas-van Alphen oscilla-
tions or other anomalous magnetic signatures such as phase
transitions, where both isotropic and anisotropic compo-
nents may contain considerable and complementary informa-
tion, but where absolute values of the magnetisation are not
necessary.
Our magnetometer is currently incorporated into a 3He
cryogenic system, but modification of the setup for implemen-
tation on a dilution refrigerator would be straightforward, es-
pecially where a rotation or translation mechanism is already
in place. In this case, the limitation on the lowest operating
temperature would be self-heating of the piezo cantilever due
to the sensing current.
Finally, we comment that the method of using a moveable
ferromagnet to create a local and “switchable” magnetic field
gradient could be adapted in a number of ways to develop
similar systems for different cantilever techniques or larger
samples. However, there are limitations on the feasible sample
size due to both the smaller field gradient produced and the
larger forces experienced by the ferromagnet when its size is
increased.
VII. CONCLUSIONS
We have developed a simple technique for measuring the
full, isotropic and anisotropic, magnetisation of very small
bulk samples by combining existing piezoresistive microcan-
tilever techniques with a small moveable bar of ferromagnetic
dysprosium that can create a highly local field gradient of up
to 4200 T/m at the sample. Our magnetometer achieves sensi-
tivities of 2.4 × 10−14 J/T for the isotropic magnetisation, and
1.3 × 10−15 J/T for the anisotropic magnetisation and is easy
to construct and use. The system is ideal for use at millikelvin
temperatures and very high magnetic fields, but is extremely
versatile and can operate in temperatures up to ∼85 K and in
magnetic fields as low as 1 or 2 T.
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